Purpose: To study the accommodative dynamics for predictable and unpredictable stimuli using manual and automated accommodative facility tests Materials and Methods: Seventeen young healthy subjects were tested monocularly in two consecutive 10 sessions, using five different conditions. Two conditions replicated the conventional monocular accommodative facility tests for far and near distances, performed with manually held flippers. The other three conditions were automated and conducted using an electro-optical system and open-field autorefractor. Two of the three automated conditions replicated the predictable manual accommodative facility tests. The last automated condition was a hybrid approach using a novel method whereby far and near-15
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Introduction
The ability of the eye to accurately and repeatedly change its accommodative state when changing focus between two focal planes during a certain period of time is clinically measured 35 using the flippers accommodative facility test. 1 This test is usually performed either at far distance (i.e., the fixation target is at 6-m distance) or at near distance (i.e., the fixation target is at 0.4-m distance), and the accommodative demand for each focal plane is lens-induced with an accommodation flipper. At near 40 distance a pair of ophthalmic flipper lenses of +2.00 D and −2.00 D, which stimulate, respectively, +0.50 D and +4.50 D. At far distance, a lens of −2.00 D is used to stimulate an accommodative demand of +2.17 D, and +0.17 D with no lens. The accommodative facility test is often performed in children 2 and young 45 adults when accommodation abnormalities are suspected. 1 For children six to 12 years old, the expected (norm) finding is 6 cycles per minute (cpm) or more, when the test is performed monocularly in healthy subjects. 2 For teenagers and young adults 13 to 30 years old, the expected finding is 11 cpm or 50 more. 1 The accommodative facility results depend on the individual's amplitude of accommodation, e.g., prepresbyopic subjects from 30 to 42 years of age shown worse results than the previously cited normative values. 3 Clinical accommodative facility tests are typically used as a 55 measure of visual fatigue, 4 which can be caused by accommodative (if used monocularly) and/or binocular vision (if used binocularly) dysfunctions. 5 The tests are also used to evaluate the treatment effect of accommodation vision training. However, these tests measure accommodation responses 60 under repeated and therefore predictable conditions for the patient, which is not what occurs in natural conditions. During normal daily activities, we are required to change focus within a vast range of focal planes, and in a random or pseudo-random fashion.
To our knowledge, accommodative facility tests have not been evaluated using more than two predictable accommodative demands, and for a specific viewing distance. Traditional measures of accommodative facility involved repeating the Q3 same accommodation demand change over a period of time; 70 therefore, these are predictable for the subject and do not consider more than two accommodation planes.
Q5
Emerging technologies such as computer-controlled electro-optical systems make it possible nowadays to change the spherical profile of an incoming wavefront by applying voltage to the system. 75 Electro-optical systems can use focus-tunable lenses, 6 i.e., shape-changing lenses, based on a combination of optical fluids and a polymer membrane. Increasing the electric current pumps the liquid inside the lens and forces the membrane to deflect to a certain radius of curvature. This technology allows 80 inclusion of as many levels of accommodative demand as desired during the accommodative tests. It also allows randomization among accommodative demands so that they are not predictable. The features of this new technology have multiple useful applications because they allow: (1) automatization of 85 the test, (2) a more comprehensive examination of the patient's accommodation ability as multiple different accommodative demands may be measured, and (3) study of the potential effect of anticipation (due to stimulus' predictability). 7-10 Nearly 50 years ago, [8] [9] [10] it was suggested that if there is a repetitive 90 pattern driving the accommodation stimulus (as in accommodative facility tests), latency and response time for a certain accommodative change would be shortened. Latency is the time period between the start of the accommodative stimulus change and the start of the response of the subject, and 95 response time is the period between the start of the stimulus change and the moment the subject reports clarity. The effects of repetition in latency and response time would eventually lead to an overestimation of the accommodative facility measures.
100
In addition, a focus-tunable automated lens can be used to further understand the dynamics of accommodation when optically stimulated. This latter point is especially relevant because it has been shown that the steady-state accommodative response stimulated with lens-based systems is affected by 105 many factors such as the refractive error or the field of view when compared to free-space stimulation. [11] [12] [13] Finally, a better understanding of the dynamics of accommodation under optical stimulation would provide insight into the visual discomfort that some individuals may experience in virtual rea-110 lity systems. 14 Visual fatigue has been associated with factors such as fast motion in depth, insufficient depth information, and unnatural types of blur. 15 The purpose of this study is dual. First, we will compare the conventional manual flipper accommodative facility test 115 with an automated test performed in a computer-controlled electro-optical system; secondly, we will study accommodation dynamics with a new accommodative facility test that changes among various accommodative demands in a unpredictable manner.
120 Materials and methods
Subjects
The study was approved by the Ethics Committee of Hospital Mutua de Terrassa (Terrassa, Spain) and it followed the tenets of the Declaration of Helsinki. All subjects gave informed 125 written consent. Criteria for inclusion were: (1) best-corrected visual acuity of 0.00 logMAR (20/20 Snellen equivalent) or better in each eye, (2) amplitude of accommodation above the average given by Hofstetter's formula for minimum accommodation 5 (Amplitude = 15 -0.25*Age), (3) between 130 18 and 25 years of age, to ensure that the amplitude is not a confounding factor in the accommodative facility test, (4) spherical equivalent refractive error measured with subjective refraction between −6.50 and +0.50 D in each eye, (5) no strabismus, amblyopia, binocular, or accommodative anoma-135 lies, and (6) no history of any ocular disease, surgery, and/or pharmacological treatment that may have affected vision at the time of the study. Subjects with myopia wore their own disposable soft contact lenses for the study. All contact lenses prescriptions were within ±0.25 D of the subject's best correc-140 tion in each meridian, determined by subjective refraction, as explained in the following sections.
Instrumentation and methods
The five different experimental conditions of this study that were randomly presented to each subject are summarized in Table 1 . The first two conditions were manual clinical monocular accommodative facility tests, for far and near distances, respectively. The specific procedures for these two conditions were as follows: the examiner held accommodation/disaccommodation flipper glasses placed in front of the subject's eye at 150 the eyeglasses plane, whereas the subject tried to clear the accommodative target described below. As soon as the subject reported clarity of the target, the examiner flipped the lenses to induce a change in the accommodative demand. Monocular accommodative facility was tested during 60 sec-155 onds for each condition. The remaining three experimental conditions were conducted using an electro-optical system with and open-field autorefractor as described in Figure 1 and explained in detail below. For each of these three conditions, the subject was asked to report clarity of the accom-160 modative target by pressing a key on a keyboard. At that point, the accommodative demand was automatically changed . Each pair defined one possible transition that could be presented either for accommodation 175 or disaccommodation. In order to ensure the same accommodative demand changes (or 'overall effort') in all subjects, the pseudo-random sequence forced eight times each possible transition (e.g., eight times the transition 0.17 to 2.17 D, eight times the transition 4.50 to 2.17 D, etc.). Condition 5 com-180 prised of 48 transitions for accommodation and 48 transitions for disaccommodation that were randomly presented. Note that in order to compare the dynamics measured with the autorefractor among conditions 3, 4, and 5, conditions 3 and 4 also ended once the subject had cleared the 48 transitions 185 for accommodation (i.e., 0.18 to 2.17 D for condition 3 and 0.50 to 4.50 D for condition 4) and the 48 transitions for disaccommodation (i.e., 2.17 to 0.17 D for condition 3 and 4.50 to 0.50 D for condition 4) . A binocular open field autorefractor, PowerRef II 190 (Plusoptix Inc., USA), was used to measure accommodation responses for conditions 3, 4, and 5. This autorefractor is based on the principle of dynamic infrared retinoscopy and measures spherical equivalent, pupil size, and gaze position at a sampling frequency of 25 Hz. 16, 17 In order to align the 195 PowerRef and the subject's eye while allowing the target viewing, a 50-mm square IR hot mirror was placed 40 mm from the subject's pupil plane. Subjects look at the accommodative stimulus through an optical system comprised by three lenses ( Figure 1A ). The first lens (L1, diameter of 50 mm, focal 200 length of 100 mm) was placed 200 mm from the subject's pupil (twice f L1 ). In this way, a pupil conjugate plane was created 200 mm away from the lens, without magnification. The active module that performed the accommodation stimulation was placed in that plane and composed by an electro- ing to manufacturer's specifications). The EOL power was controlled by a current driver, which was connected to a PC and controlled by means of a software application specifically developed for this study that synchronized the accommodative demand changes (for conditions 3, 4, and 5) with the 215 PowerRef. In order to avoid possible thermal drifts on the EOL response, it was warmed up to 28°C before beginning the measurement sessions, and kept in that temperature throughout the procedures. Moreover, the EOL response at that temperature was calibrated before its integration on the sys-220 tem by means of a digital lensometer CL-300 (Topcon, Japan), including the calibration curve in the software application. The target was placed 6 m away from the EOL. This design ensured both the linearity and the 1:1 relationship between the power applied by the EOL and the accommodation sti-225 mulated to the subject, as well a constant size of the stimulus when changing in the accommodative demand. The role of lens L2 was to shift 3 D the working power range of the EOL in order to avoid its operation limits (far vision corresponds to an EOL power of +7 D, instead of +10 D), thus guarantee- The accommodative target for all five conditions was a 2º high-contrast black Maltese cross on a white uniform background ( Figure 1B ). Even though this stimulus does not have peripheral depth cues, which could have improved the accommodative response, 12, 18 it is frequently used for accommodation studies due to its wide frequency spectrum of spatial frequencies. According to Charman and Tucker, the accommodative response is most stable to stimuli of wide spatial bandwidth. 19 In addition, this stimulus was chosen because it 245 is easily reproducible and allows direct comparisons of our results with previous dynamic accommodation studies. [20] [21] [22] Examination protocol
Monocular subjective refraction with endpoint criteria of maximum plus power that provides best visual acuity was per-250 formed to determine best optical correction for each subject.
Monocular amplitude of accommodation was evaluated by averaging the values of two push-up and two push-down trials to compensate for the bias of push-up to overestimate and push down to underestimate accommodation amplitude. 23 
255
The five experimental conditions previously described were measured twice in two separate sessions (test-retest, same day) that took approximately 30 minutes each, including breaks. Subjects were allowed to take breaks as needed, although there was no systematic method to provide rests during the mea-260 surements. Randomization of configurations was rigorously applied to minimize potential learning or fatigue biases. The resting time between the two sessions was 15 minutes and none of the subjects were trained before starting the experiment. For all experimental conditions, the accommodation 265 response was measured monocularly with the contralateral eye occluded with an eye patch.
Data analyses
From each accommodation response, three parameters were obtained: Latency, response time, and accommodative response. 270 Latency was computed as described by Kasthurirangan et al. 24 To automatically find the start of the response, an algorithm searched for three consecutive increasing data values, followed by four consecutive data values in which no two consecutive decreases occurred. When these criteria were met, the first 275 data point in the sequence was selected as the start of the response. The inverse algorithm was used to determine the start of the disaccommodative response. Accommodation response time was computed as the time period (in seconds) between the start of the accommodative stimulus change and 280 the moment the subject reported clarity and pressed a key.
The accommodative response at each accommodative demand (half-cycle) was computed as the difference in diopters between the median refraction of the last four samples and the median refraction of the first four samples. The last 285 sample corresponded to the moment in which the subject reported clarity and the first sample corresponded to the start of the accommodative stimulus change. Notice that for the hybrid condition, only accommodation changes between 0.17 and 2.17 D and between 0.50 and 4.50 D were considered 290 for the analyses.
Data were processed using Matlab R2015b (MathWorks, Inc., USA). Repeatability of the far and near accommodative facility for the manual conditions 1 and 2, and automated experimental conditions 3 and 4 were analyzed using within-295 subject standard deviation and paired t-tests. Agreement between the manual flippers and the automated tests at both target distances were analyzed using the 95% limits of agreement and paired t-tests. In both of these analyses (repeatability and agreement), the response variable was the number of 300 cycles per minute. The differences between the hybrid accommodative facility test (condition 5) and the conditions 3 and 4, all performed in the EOL system, were analyzed using a repeated measures ANOVA with three within-subjects' factors (two levels each) 
Results
A total of 17 subjects that met the inclusion criteria were tested 325 and included in the analyses. Subjects had a mean age ± standard deviation of 23 ± 2 years, a mean monocular subjective amplitude of accommodation of 11 ± 3 D, and a mean subjective spherical equivalent of −1.73 ± 1.68 D (n = 6 subjects had emmetropia and n = 11 subjects had myopia). Most of the 330 subjects in our sample had myopia, which is a limitation of the study addressed in the discussion. Myopia was defined as subjective refraction spherical equivalent less than −0.25 D. Repeatability of accommodation responses for each condition (1, 2, 3, and 4) The mean difference ± standard deviation (SD) between the two sessions (test-retest), the within-subject standard deviation (S W ), and the p-values obtained with the paired sample 340 t-tests are shown in Table 2 , described by method and test distance (i.e., conditions 1, 2, 3, and 4).
Repeatability and agreement between manual flippers and the automated test

Agreement of accommodation responses between conditions (1 vs. 3 and 2 vs. 4)
The comparison between the accommodative facility test per-345 formed with the manual flipper and the automated method performed with the EOL system is shown in the Bland and Altman plots of Figure 2 for each target distance. As can be appreciated in this figure, the mean difference is increased for near distance for both methods, and subjects were able to 350 complete more cpm in the automated than in the manual flippers tests. Both methods were also statistically compared to paired t-tests; p-values are also shown in Figure 2 .
Hybrid accommodative facility test
Accommodation response dynamics within condition 5 355 The results of the repeated measures ANOVA applied to latency, response time, and accommodative response are shown in Figure 3 and summarized as follows:
For latency of the accommodation/disaccommodation responses, neither the factors (direction and amount of 360 change of the accommodative demand) nor the interaction (direction*change in accommodative demand) resulted in statistically significant differences ( Figure 3A) .
For the accommodation/disaccommodation response times, a statistically significant (p < 0.05) main effect of direction, 365 change in accommodative demand and also the interaction direction*change in accommodative demand was obtained. When controlling for the direction, the Bonferroni post-hoc test showed statistically significant pairwise comparisons when comparing any of the first three levels against any of the 370 remaining three levels for accommodation, and also when comparing the last level against the level four and five for disaccommodation. When controlling for change in accommodative demand, significant pairwise comparisons were obtained in three cases (marked with an asterisk in Figure 3B ). The 375 interaction term test*distance was also significant and the post-hoc test showed significant differences between far and near regardless of the test (conventional or hybrid).
For accommodative response, a statistically significant main effect of direction of accommodation, change in accommoda-380 tive demand, and also the interaction direction* change in accommodative demand was obtained. In all cases with p-values stronger than 0.01. When controlling for direction, the Bonferroni post-hoc test showed statistically significant pairwise comparisons in all cases except in the following four 385 cases: (1) between the level two and three for accommodation;
(2) between the level five and six for accommodation; (3) between the level two and four for disaccommodation; and (4) between the level three and four for disaccommodation. When controlling for accommodative transition, significant 390 pairwise comparisons were obtained only in two cases that are marked with an asterisk in Figure 3C .
Accommodation dynamics differences among conditions 3, 4, and 5
The results of the repeated measures ANOVA with three 395 within-subjects' factors (with two levels each) conducted for the latency, response time, and accommodative response are summarized in Table 3 . Latency is not affected by the predictability of the stimulus, the direction of accommodation, the accommodative 400 demand nor any of the interactions amongst these variables. To the contrary, there is a main effect and interaction of distance and direction in both response time and the accommodative response, the Bonferroni post-hoc tests for the interaction term are shown in Table 4 . Additionally, 405 there is a statistically significant difference in the interaction term Test*Distance for response time. The Bonferroni post-hoc test is shown in Table 5 .
Discussion
This study compared the repeatability and agreement of clin-410 ical manual flippers accommodative facility test with an automated accommodation test performed in a computercontrolled electro-optical system. In addition, a new method for automated accommodative facility tests that presents one of four accommodative demands in an unpredictable manner 415 is presented and analyzed.
Repeatability and agreement between manual flippers and the automated accommodation facility test
The agreement level between the manual flipper accommodation facility test and the automated test performed in a com-420 puter-controlled electro-optical system is poor for both target distances. The within-subject standard deviation, i.e., repeatability, obtained for both accommodative facility methods is consistent with the value of 3 cpm previously reported 26 in subjects 8 to 12 years of age. Surprisingly, the automated 425 procedure showed larger inter-subject variability than the manual-flippers procedure. One would expect the inter-subject variability to be smaller in the automated procedure, as the operator's reaction time is not a factor in this procedure. However, the inter-subject variability given by the observer's 430 reaction time appears to surpass that of the operator. There are a number of differences between the manual and automated methods that likely account for the poor agreement found. The most plausible explanation is that the response time of an examiner changing the flipper lenses is much 435 longer, the order of 0.6 seconds/transition, 7 to that of the automated test (approximately 40 ms). Given that young healthy subjects can easily perform 15 to 25 cpm (as shown in Figure 2 ), the total time spent by the examiner flipping the lenses may add to up to 15 seconds (e.g., 25 × 0.6 = 15). Given 440 that the average response time per accommodation change is between 1 and 2.5 seconds (as shown in Figure 3B and previously described), 7 the number of potential cycles 'gained' in one minute due to automatization would be between 2 to 8 cycles (e.g., 9/(2 × 2.5)≈2). This range accounts for the mean 445 absolute difference in cycles found between the manual and automated (3 and 6 cpm for far and near) accommodative facility tests.
According to these results, accommodative facility measurements obtained from either automatized or manual flip-450 pers are not comparable and should not be interchanged. The automated accommodative facility measurements represent more accurate information concerning the individual's ability to accommodate. However, this does not necessarily mean that the manual test is inefficient or otherwise inappropriate. 455 Automatization may be best suited for training purposes (e.g., vision therapy or vision training in sports), when subjects have to repeat a specific task several times each day. 27 The effect of a hybrid, unpredictable, accommodative facility test 460 In the hybrid approach both far and near accommodative facility tests are automated and integrated into only one test that randomizes among the accommodative demands. One interesting and unexpected outcome was a lack of effect of predictability of the accommodation demand. We initially expected that latency of the 465 accommodation response would be longer for unpredicted than predicted stimuli, but no effect was found. Our initial rationale was originated in a small number of studies carried out more than 40 years ago that concluded a prediction operator in accommodation has a small but considerable impact in latency. [8] [9] [10] However, 470 after a more thorough review of these few manuscripts, it came to light that the results did not warrant the conclusions due to either their very limited sample size (1 to 4 subjects) or the use of nonnaïve subjects (authors were subjects). In addition, the studies are difficult to reproduce due to a lack of specific information about 475 the subjects' characteristics and the instructions they received.
Phillips et al. 10 measured in 1972 the monocular accommodative response in square wave inputs in four subjects and found a mean reduction response latency of 204 ms when using a predictable square wave stimulus compared to an unpredictable one. As the 480 authors acknowledge in their discussion, the distributions obtained were highly skewed, and the mode difference between the two conditions was minimal, only 49 ms. Two years later, Van der Wildt et al. 9 investigated the presence of a prediction operator using sinusoid inputs and concluded that even though the effect 485 was small, it was not negligible. They had no explanation as to why subjects did not always succeed in following the stimulus optimally despite its predictability, and noted significant differences in the accommodative response when instructions were changed from "try to fixate the target" to "try to clear the target".
490
Subsequent studies have shown that the accommodative response and some parameters of its dynamics (e.g., latency) are affected by age, 20,28 refractive error, 7 and the task instructions given to participants. 29 Our hypothesis is that predictability does not affect accommodation responses per se but 495 that specific training using a consistent stimulus and conditions, latency may shorten. Further studies are required to disentangle the isolated effect of stimulus' predictability in time, magnitude, and direction, as well as the interactions of these parameters, on accommodation dynamics.
500
The second interesting outcome was that accommodation response times and accommodative response levels were affected by the direction of accommodation only for high accommodative demands, not for disaccommodation and not for low accommodation demands. For disaccommodation, the mean response time 505 was around 1 second regardless of the accommodative demand, however, for accommodation, the response time was around 1 second for low accommodative demands and it increased abruptly up to 2.5 seconds for higher demands. Similarly, the differences in accommodation response between accommodation 510 and disaccommodation seemed to increase with the amount accommodative demand. Despite a large variability across subjects, the differences between accommodation and disaccommodation are statistically significant in both response time and accommodative response magnitude. The results are also consis-515 tent with previous studies. 7, 24 Moreover, a linkage between accommodative demand and direction of accommodation also appeared when comparing the hybrid unpredictable test with the automated predictable far and near accommodative facility tests. There was a significant interaction between the test distance and the direction 520 of accommodation in both response time and accommodative response magnitude. Significantly larger responses were obtained for near viewing distances than for far distances during accommodation regardless of the test type (conventional or hybrid). Radhakrishnan et al. 7 also found significantly longer response 525 times for accommodation than disaccommodation at near distances although this difference was only found in subjects with myopia in their study. Thus, it may be possible that the differences found in our study are also larger due to the number of subjects with myopia in our sample (65% of the sample). Indeed, the 530 accommodative response is affected not only by experimental conditions, 11 but also by the observer's refractive error. 13 In conclusion, our results show that a hybrid unpredictable approach is able to provide a more comprehensive examination of the accommodative capability to change focus over 535 time than the conventional accommodative facility test. Despite the potential advantage of our technique, it is necessary to replicate these results in future studies that include subjects with accommodative dysfunctions and refractive error as covariates. Further work is needed to determine 540 whether the current normative values of accommodative facility should be redefined in the context of the hybrid unpredictable approach, and to determine whether this new test is more sensitive to accommodative anomalies than the conventional clinical accommodative facility tests. 
